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Cert, No, 1152.01

[.T.L (PRODUCT TESTING) Ltd.
HEAD OFFICE, SAFETY & TELECOMS LABS. EMC LABORATORY

26 Hacharoshet St., POB 211 Kfar Bin Nun 99780

Or Yehuda 60251 ISRAEL ISRAEL T
Tel. 972-3-5339022 Tel. 972-8-9797799 20
Fax. 972-3-5339019 Fax. 972-8-9797702

Email: standard@itl.co.il, Web Site: http://www.itl.co.il
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TO: Galcon Ltd. DATE: 30/04/2006 F@

Kfar Blum 12150

Israel
LETTER OF COMPLIANCE "g
‘COMPONENT’ TYPE TEST i
Product: Humidity Cell A
TUV

We confirm that we have carried out under ITL Project No. S59340.01 Component Type

Engineering Evaluation and all necessary tests of the ‘component’ units whichdwere presented

for evaluation (see above), according to the Standards IEC 61010 — 1: 2001 (2" Edition); EN

61010 — 1: 2001 (2" Edition).

This is to confirm that to the best of our knowledge and according to the information and =
Manufacturer Declarations provided to us, the subject products conform to the European CRESCO
Council Directive 73/23/EEC as Amended and to the above referenced Standards. The report . _ A2 .
will be provided under separate cover.

MED
ITL is an independent test laboratory, certified to ISO/IEC 17025:1999, ISO9002 and RY
EN45001. International agencies and institutions that certified ITL include UL, MET, FCC,
Industry Canada, A2LA, TUV, MedCert, and NATA. 7R
~MET.

MET LABORATORIES

Should you have any questions please contact undersigned.

Best Regards, Reviewed By: @
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S U]

Abraham Miles Samuel H. Gnatt o
Product Safety Engineer, Manager,
Machinery Safety Div. Machinery Safety Div.
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